1. Introduction {#sec1-1}
===============

For many years, drugs have been used to treat diseases and to improve health, and the development of drug-delivery systems for active pharmaceutical ingredients is an important task. The most common administration routes include oral, parenteral and transdermal routes \[[@r1]\]. Some less explored routes, such as nasal and pulmonary delivery, can be utilized for specific medical purposes \[[@r2],[@r3]\]. However, each administration route has specific benefits and drawbacks. Parenteral administration can provide the advantages of quick onset and high bioavailability; however, the disadvantages of injection-induced pain and safety concerns limit patient compliance. In addition, oral drug-delivery systems offer the advantages of convenient administration, a large surface area with rich blood supply for absorption, and low cost. Nevertheless, limitations in drug degradation in first-pass metabolism, poor absorption, local irritation and low bioavailability are seen \[[@r4]\].

Microneedles (MNs) have recently been developed as an alternative drug-delivery system that minimizes the abovementioned disadvantages \[[@r5]--[@r8]\]. As a transdermal drug-delivery system, MN arrays improve drug delivery whereby the microscopic needles transiently pierce through stratum corneum, inducing the micro-channel array to enable drug delivery to deeper tissue. MNs (50--900 μm in height, up to 200 MNs/cm2) in diverse geometries can be produced from silicon, metal, carbohydrates and polymers using various microfabrication techniques \[[@r9]--[@r12]\]. The length of MNs must be long enough to penetrate the dermis but short enough to avoid harming dermal nerves. Compared to metallic MNs, biodegradable MNs could be a promising approach to deliver drugs due to less biohazardous sharp waste and a higher efficiency of drug delivery.

When MNs are used for transdermal drug delivery, it is very important that appropriate monitoring techniques are needed to determine the penetration depth and the efficiency of drug delivery, enabling the performance of MNs to be evaluated. However, because the penetration depth of MNs can reach several hundred micrometers in the skin, *in vivo* investigation of effects on the skin is also difficult. Currently, several approaches have been proposed to monitor the effects on the skin induced by MNs, including confocal microscopy \[[@r13]\], two-photon microscopy \[[@r14]\], and optical coherence tomography (OCT) \[[@r15],[@r16]\]. For confocal microscopy, the imaging depth is limited to a depth range of less than 300 μm, which is not deep enough to observe the induced effects in the deeper layer. In addition, a fluorescent dye must be added to the MNs when confocal or two-photon microscopy is used. By contrast, OCT is based on an interferometer configuration and the microstructure of the sample can be reconstructed by receiving the interference signal induced by the backscattered light from the sample and the reference arms \[[@r17],[@r18]\]. However, due to the scattering and absorption properties of the biological tissue, the OCT imaging depth is limited to be approximately 2-3 mm. Additionally, based on spectral-domain OCT (SD-OCT) \[[@r19],[@r20]\] or swept-source OCT (SS-OCT) \[[@r21]--[@r23]\] mechanism, the imaging speed and the system sensitivity can achieve hundreds frames/s and more than 100 dB, respectively. Moreover, functional information of the biological tissue such as angiography \[[@r24],[@r25]\], birefringence \[[@r26],[@r27]\], and elasticity \[[@r28],[@r29]\] can be obtained with OCT scanning without extraneous agents. Many groups have demonstrated that OCT could be a powerful tool for various dermatology applications including skin cancer \[[@r30]\], skin diseases \[[@r31]\], and burn damage \[[@r32]\]. However, few OCT studies have focused on drug delivery. In our previous report, the variation of OCT intensity due to liquid diffusion through the laser-induced microscopic ablation zones on the fingernail can be observed by the estimation of speckle variance. However, such method is difficult to be applied to dynamically observe the drug delivery from the MN into the surrounding tissue \[[@r23]\]. Additionally, Ghosn et al. proposed that the estimation of the slope of the OCT depth profile can be utilized to monitor glucose permeability in the monkey skin and the cornea \[[@r33],[@r34]\]. However, the method only presented the averaged results, but no depth information of drug diffusion can be acquired.

In this study, we use OCT to investigate the temporal effects on skin induced by MNs during transdermal drug delivery. OCT is implemented for *in vivo* observation of the dissolution process of MNs in mouse skin, which enables to evaluate the dissolving ability of MNs in skin. The morphological changes with time due to MNs are also investigated. Moreover, OCT is used to reconstruct the micro-angiography of mouse skin and to observe the changes in micro-angiography with time due to the insertion of MNs, enabling the dynamic evaluation of skin damage and recovery. Finally, a method is proposed to evaluate the drug diffusion in mouse skin, according to the estimation of cross-correlation coefficients between time-series OCT images obtained at the same skin location.

2. Experimental methods and system {#sec1-2}
==================================

2.1 Experimental methods and MNs {#sec2-1}
--------------------------------

In this study, mice (C57 wild-type, male, 7--8 weeks old) were chosen and anesthetized with a mixed aesthetic composed of oxygen and phenobarbital. To reduce motion artefacts during OCT scanning, the mice were held on a customized mount. The animal testing in this study was approved by the Laboratory Animal Center, Chang Gung University (IACUC Approval No: CGU13-126). The methods were carried out in accordance with the approved guidelines. For manufacture of the MN patches, a partially dissolving polymeric MN patch was prepared by using Polyvinyl alcohol (PVA): polyvinylpyrrolidone (PVP) = 1:4 as previously described \[[@r13]\]. The dimensions of the MNs on the array were a mean height of 630 μm with 351 pyramidal needles in a 6 × 13 mm area. Our previous study revealed that the height loss of PVA: PVP = 1:4 MNs was less than 5%. To assess the feasibility of using OCT for the observation of drug diffusion following transdermal delivery, rhodamine 6G was encapsulated within the MNs.

2.2 OCT system {#sec2-2}
--------------

For this study, an SS-OCT system at 1060 mm was implemented for mouse skin scanning. The system setup is shown in [Fig. 1](#g001){ref-type="fig"}Fig. 1Schematic of the 1060-nm SS-OCT system. PC: polarization controller; FC: fiber coupler; DC: dispersion compensation; M: mirror; SL: scanning lens.. The scanning rate of swept-source is 100 kHz (SSOCT-1060, AXSUN Technologies Inc., MA, USA) with a scanning bandwidth of 100 nm, which can provide an output power of 15 mW. Then, a light source was connected to a Michelson interferometer, and the light was split into the reference and sample arms. The reflected or backscattered light from the reference and sample arms was split again by the other fiber coupler with a coupling coefficient of 50/50. In the sample arm, a dual-axis scanner (GVS302, Thorlabs Inc., NJ, USA) was used to provide lateral and transverse scanning, and then, the optical beam from the scanner was incident on a scan lens (LSM02-BB, Thorlabs Inc., NJ, USA). To compensate the dispersion resulting from the scan lens, a dispersion compensator was inserted in the reference arm. The two output ends of the second coupler were connected to a balanced detector (PDB460C, Thorlabs Inc., NJ, USA). For data acquisition and resampling, a high-speed digitizer (ATS-9350, Alazar Technologies Inc., QC, Canada) was implemented with a sampling rate of 500 MHz. The axial and transverse resolutions of the OCT system are approximately 6 and 7 µm, respectively. The system sensitivity was measured to be 101 dB at a depth of 1mm. For vascular imaging based on OCT images, two B-mode scans at the same location were recorded and the SV between the two sequential B-mode scans was estimated. Furthermore, to perform 3D imaging, 500 B-mode locations were scanned. Therefore, a 3D OCT volume consists of 1000 B-modes scans, enabling a 3D vascular image to be acquired. The physical scanning range of the OCT system is 3 mm × 3 mm × 2 mm.

In this study, vascular images from OCT images were acquired by estimating the SV of sequential B-mode scans obtained at the same location, expressed as $$SV_{ijk} = \frac{1}{N}{\sum\limits_{k = 1}^{N}{(I_{ijk} - \frac{1}{N}{\sum\limits_{k = 1}^{N}I_{ijk}})}^{2}}$$ where *N* and *k* are the frame number and the *k*th frame for the SV estimation \[[@r32]\]. *i* and *j* represent the pixels along the axial and transverse directions, respectively. Here, the moving particles in the tissue, such as red blood cells, result in time-dependent intensity variance between sequential B-mode scans obtained at the same location; in contrast, the static particles in tissue correspond to low intensity variation between sequential B-mode scans. Therefore, the static tissue and the region of red blood cells can be differentiated from the estimation of the SV.

In addition, to observe drug or particle diffusion into skin, a method based on the evaluation of cross-correlation relationship from OCT B-mode scans was proposed. The estimation of the cross-correlation coefficient, $\text{C(x,z)}$, can be written as $$C(x,z) = {\sum\limits_{i = 1}^{n}{\sum\limits_{j = 1}^{m}\frac{\lbrack I_{A}(x + i,z + j) - \overline{I_{A}}\rbrack\lbrack I_{B}(x + i,z + j) - \overline{I_{B}}\rbrack}{\sqrt{{\lbrack I_{A}(x + i,z + j) - \overline{I_{A}}\rbrack}^{2}{\lbrack I_{B}(x + i,z + j) - \overline{I_{B}}\rbrack}^{2}}}}}$$ where *n* and *m* are the grid sizes. Here, both *n* and *m* equal 5. *I~A~(x, z)* and *I~B~(x, z)* indicate the OCT intensities of the two images. Then, $\overline{I_{A}}$ and $\overline{I_{B}}$ are the mean values of each grid. *x* and *z* represent the locations along the transverse and depth directions, respectively. To observe the drug diffusion process, time-series B-mode scans were recorded and the B-mode scan in the beginning of insertion of MN patch was chosen as the reference image. Then, the correlation coefficients were estimated between the reference image and each time-series B-mode scan, according to [Eq. (2)](#e2){ref-type="disp-formula"}. In this study, *N* is equal to 2. In the previous reports, estimation of correlation coefficients between OCT images could be applied to acquire vascular images. To remove the low-correlation contribution from the vessels, the same mouse skin location was continuously scanned by OCT before the MN insertion. Then, two sequential B-scans before the MN insertion were used to estimate the correlation coefficients. According to the estimated result, most of contribution from the vessels can be removed when a threshold value was set to be 0.15 in our system. Moreover, the value of 0.15 can also effectively remove the contribution from static tissues. Then, to observe the drug diffusion process, the same skin location was repeatedly scanned with OCT after the MN insertion. The B-mode scan in the beginning of the MN insertion was used as the reference image and then, the correlation coefficients were estimated between the reference image and each time-series B-mode scan. Here, the value of 0.15 might be changed when using different OCT systems and scanning the different tissue locations. However, the threshold value can be determined according to the aforementioned procedure. In our OCT system, a threshold value of 0.15 was set to reject the vascular contribution.

3. Results {#sec1-3}
==========

To *in vivo* observe the dissolution process of polymer MNs in mouse skin, OCT was used to record time-series 2D images before and after the insertion of a MN patch on the ear skin of a mouse. [Figure 2](#g002){ref-type="fig"}Fig. 22D OCT images of the same skin location on the mouse ear obtained (a) before inserting the microneedle patch on the skin and (b) 0 min, (c) 10 mins, (d) 20 mins, (e) 30 mins, (f) 40 mins, (g) 50 mins, (h) 60 mins, (i) 70 mins, (j) 80 mins, (k) 90 mins, (l) 100 mins, (m) 110 mins, (n) 120 mins, (o) 130 mins, (p) 140 mins, (q) 150 mins, (r) 160 mins, (s) 170 mins, and (t) after removing the MN patch. The scale bar in (a) represents 1 mm in length. shows the time-series OCT images of the mouse skin obtained (a) before the insertion of MN patch, (b)-(s) after the insertion at varying time points (0, 10, 20, 30, 40, 50, 60, 70, 80, 90, 100, 110, 120, 130, 140, 150, 160, and 170 mins), and (t) after removing the patch. From [Fig. 2(a)](#g002){ref-type="fig"}, the intact skin morphology without the MN insertion can be observed. After the insertion of the MN patch, the MNs penetrated into the skin and induced the micro-channel array in the skin as indicated by the yellow arrows in [Fig. 2(b)](#g002){ref-type="fig"}. The white arrow in [Fig. 2(b)](#g002){ref-type="fig"} represents the patch structure. Moreover, it can be found that the diameters and the penetration depths of micro-channels gradually became smaller with time as a result of the MN dissolution. Then, after removing the MN patch, the skin shrank and the induced micro-channels disappeared. However, compared with [Fig. 2(a)](#g002){ref-type="fig"}, indentations on the skin surface can be seen after removing the MN patch, as shown in [Fig. 2(t)](#g002){ref-type="fig"}.

To further quantitatively evaluate the dissolution process of the MNs in mouse skin, the same experimental procedure in [Fig. 2](#g002){ref-type="fig"} was repeated. To *in vivo* observe the dissolution process of MNs in skin, the mouse ear was fixed on a specially designed mount and scanned with OCT for 180 mins. During OCT measurement, the mouse were anesthetized with a mixed aesthetic composed of oxygen and phenobarbital. With this procedure, the mouse can be stably fixed for a couple of hours. The MN patch was inserted into the ear skin of the mouse, and the skin was scanned by the OCT system to acquire time-series 3D OCT images for 180 mins. After the insertion for 180 mins, the MN patch was removed from the skin. [Figure 3](#g003){ref-type="fig"}Fig. 3Time-series *en-face* images at three different depths in the mouse ear skin obtained after the insertion of MN patch for (a), (f), (k) 20 mins; (b), (g), (l) 60 mins; (c), (h), (m) 100 mins; (d), (i), (n) 140 mins; and (e), (j), (o) 180 mins shows the time-series *en-face* OCT images at different depths (100, 200, and 300 μm), which were extracted from the time-series 3D OCT images. In [Fig. 3](#g003){ref-type="fig"}, the black holes corresponded to the areas of the MNs at the specific depths. To evaluate the time-dependent changes in the areas of the MNs at the different depths, an algorithm was developed to estimate the areas of black holes, which is similar to the algorithm proposed in our previous study \[[@r35]\]. Therefore, the changes in the areas of MNs at the specific depths can be estimated from [Fig. 3](#g003){ref-type="fig"}, as shown in [Fig. 4](#g004){ref-type="fig"}Fig. 4Estimated areas of MNs at three different depths of 100, 200, and 300 μm as a function of time.. [Figure 4](#g004){ref-type="fig"} shows the estimated areas of the MNs at three different depths of 100, 200, and 300 μm as a function of time. The results showed that the area at the specific depth decreased as time increased, resulting from the dissolution of the MNs. Here, the results also showed larger standard deviations in the estimated MN areas, probably resulting from the causes such as different incident angles to the skin surface for each MN, nonuniform distribution of pressure on the patch to insert MNs into skin, and inhomogeneous skin structure. However, the results showed that using OCT enables quantitative evaluation of the dissolution process of MNs in skin.

Moreover, to understand the morphological change after removing the MN patch and skin recovery, an MN patch was inserted into the ear skin of another mouse and removed after 180 mins. Before and after removal of the patch at varying time points, the ear skin was scanned with the OCT system to acquire time-series 3D images. To repeatedly scan the same skin area at the different time points, we chose an intersection of two vessels as the marked point, which can be identified by the naked eyes. Before each OCT measurement, both axes of the scanner were driven with constant DC voltages and then, we moved the mouse mount, which was fixed on an accurate translation stage, until the optical beam was exactly incident on the marked point. Therefore, we can make sure that the same region can be repeatedly scanned at the different time points. [Figure 5](#g005){ref-type="fig"}Fig. 5Projection view of the skin surface obtained (a) before insertion of the MN patch and (b) 0 hr, (c) 12 hrs, (d) 24 hrs, (e) 36 hrs, and (f) 48 hrs after removing the MN patch. (g)-(l): representative B-mode scans corresponding to the locations indicated by the red lines in (a)-(f), respectively. shows the projection view of the skin surface obtained (a) before the insertion of the MN patch and after removing the MN patch for (b) 0, (c) 12, (d) 24, (e) 36, and (f) 48 hrs. [Figures 5(g)-5(l)](#g005){ref-type="fig"} show the representative B-mode scans obtained at the locations indicated by the red lines in [Figs. 5(a)-5(f)](#g005){ref-type="fig"}. [Figure 5(a)](#g005){ref-type="fig"} shows an intact skin surface, and a smooth surface curvature can be identified. However, after removing the MNs, the indentations can be found as indicated by the yellow and red arrows in the projection-view and 2D images, respectively. After 24 hrs, most of the indentations on the skin surface disappeared and after 48 hrs, no indentation on the skin surface were found, illustrating that indentation induced by MN can recover in 48 hrs.

Although the skin indentations induced by MNs can recover in 48 hrs, the mean height of the MNs used in this study is approximately 630 μm, which possibly penetrates into the dermal layer and damages the vessels. Therefore, to further understand the effects on vessels due to MNs, OCT images of [Fig. 5](#g005){ref-type="fig"} were used to estimate speckle variance (SV) between sequential OCT images obtained at the same skin locations to acquire the angiography of skin \[[@r36],[@r37]\]. Here, the moving particles, such as the moving blood cells in vessels, result in larger variations in backscattered intensities between two sequential OCT images captured at the same location. In contrast, the static particles or static tissue structures cause lower intensity variations between sequential OCT images obtained at the same location. Therefore, vessels can be visualized by extracting the regions with higher SV values. [Figure 6](#g006){ref-type="fig"}Fig. 6(a)-(f) Full depth range projection view of OCT angiography obtained (a) before insertion of the MN patch and (b) 0 hr, (c) 12 hrs, (d) 24 hrs, (e) 36 hrs, and (f) 48 hrs after removing the MN patch. (g) A photo of a mouse ear before insertion of a MN patch, and (h) a photo of a mouse ear after removing the MN patch by using Evans blue as a contrast agent for identification of blood leakage. The scale bars in (d) represent 0.5 mm in length. shows the projection-view OCT angiographies obtained (a) before the insertion of the MN patch and after removing the MN patch for (b) 0, (c) 12, (d) 24, (e) 36, and (f) 48 hrs. Before the insertion of the MN patch, the vascular pattern was intact and some vessels were broken after removing the MN patch. For red blood cells, the scattering property is much stronger as compared to the absorption property in the 1060-nm spectral range \[[@r38],[@r39]\]. The leaked red blood cells resulted in the stronger backscattered intensity surrounding the damaged vessels and also reduced the backscattered intensity from the damaged vessels. Thus, the estimated SV values of the damaged vessels became much smaller as compared to the result obtained before the MN insertion, causing the broken vascular pattern as shown in [Figs. 6(b)-6(e)](#g006){ref-type="fig"}. At 48 hrs after removing the MN patch, the vascular pattern was almost the same as that before the insertion of the patch. Moreover, to further verify the decrease in the SV values of OCT images, the same experimental procedure in [Fig. 5](#g005){ref-type="fig"} was repeated. Before the insertion of the MN patch, Evans blue dye, used as a contrast agent, was injected into the tail vein before inserting the MN patch. Then, an MN patch was inserted into the mouse ear skin and then, removed after 180 mins. [Figures 6(g) and 6(h)](#g006){ref-type="fig"} show the photos taken before the insertion of the MN patch and after the removal of the MN patch, respectively. Compared with [Fig. 6(g)](#g006){ref-type="fig"}, the distribution of blue colour on the mouse ear in [Fig. 6(h)](#g006){ref-type="fig"} can be observed, which resulted from the vessel damage induced by MNs that caused the leakage of Evans blue from the vessels to the surrounding tissue. Here, the use of Evans blue as a contrast agent shows the evidence of blood leakage resulting from the MN insertion, which agrees with the results shown in [Fig. 6(b)](#g006){ref-type="fig"}. Therefore, one can see that the MNs can cause vascular damage and that the damaged vessels can recover in 48 hrs. Moreover, to analyze the change in the SV values, the SV intensities of the grey squares in [Figs. 6(a)-6(f)](#g006){ref-type="fig"} were summarized. [Figure 7](#g007){ref-type="fig"}Fig. 7Summation of SV values of regions A, B, C, and D indicated by the grey squares in [Fig. 6](#g006){ref-type="fig"} as a function of time. shows the summation of SV values as a function of time for regions A, B, C, and D, which are marked by grey squares in [Fig. 6(a)](#g006){ref-type="fig"}. For the four different regions, the four curves in [Fig. 7](#g007){ref-type="fig"} show the same trend. The summation of SV values decreased after the MNs were inserted and then increased over time. By 48 hrs after MN insertion, the summation of the SV values was close to that before the insertion of the MNs for four regions.

To implement OCT to observe drug diffusion, rhodamine 6G was used in the experiment exploring the potential for using partially dissolving MNs as a transdermal delivery device. Using the same experimental procedure as shown in [Fig. 2](#g002){ref-type="fig"}, the MN patch was inserted on the ear skin of a mouse and rhodamine 6G was encapsulated in the MNs. After the insertion of the MN patch, sequential B-mode scans at the same location were recorded. Here, to evaluate the variation in the OCT backscattered intensity due to rhodamine diffusion in skin, cross-correlation coefficients between sequential OCT images were estimated. In contrast to the SV estimation, moving particles correspond to low-correlation coefficients between B-mode scans obtained from the same skin location. Therefore, to extract the low-correlation region, a threshold value of 0.15 was set to reject the high-correlation region.

To observe the drug diffusion process, the same skin location was repeatedly scanned with OCT during the drug diffusion process and time-series B-mode scans were recorded. Here, we used the B-mode scan obtained when the MN patch was inserted into the skin as a reference image, as shown in [Fig. 8(a)](#g008){ref-type="fig"}Fig. 8(a) *In vivo* OCT image after insertion of the MN patch. Time-variant cross-correlation mapping at the same skin location after applying the MN patch to the skin for (b) 0.5 s, (c) 1 s, (d) 1.5 s, (e) 2 s, (f) 2.5 s, (g) 3 s, (h) 3.5 s, (i)4 s, (j) 6 s, (k) 8 s, (l) 10 s, (m) 12 s, (n) 14 s, (o) 16 s, (p) 18 s, (q) 20 s, (r) 30 s, and (s) 40 s. (f) Fluorescent image after application of the MN patch for 50 s. The brown color in (b)-(s) represents the MN patch structure. The scale bars in (a) and (t) represent 1 mm in length., and each B-mode scan obtained at the different time points after the insertion of patch was compared to the reference image to acquire the cross-correlation mapping. From [Fig. 8(a)](#g008){ref-type="fig"}, the structure of the MN patch and the micro-channels induced by the MNs can be seen. [Figures 8(b)-8(s)](#g008){ref-type="fig"} shows the time-series cross-correlation mapping of the same skin location after inserting the MN patch for (b) 0.5, (c) 1, (d) 1.5, (e) 2, (f) 2.5, (g) 3, (h) 3.5, (i) 4, (j) 6, (k) 8, (l) 10, (m) 12, (n) 14, (o) 16, (p) 18, (q) 20, (r) 30, and (s) 40 s. In [Figs. 8(b)-8(s)](#g008){ref-type="fig"}, the low-correlation area gradually increased. From 4 s to 10 s, the distribution of the low-correlation region had an inverted triangle shape, corresponding to the diffusion that occurred at the tip regions of the MNs. After the insertion of the patch for 10 s, low-correlation regions surrounding to the MNs also emerged. By 40 s after the patch insertion, most of the tissue region showed a low-correlation distribution. After the insertion of the MN patch for 50 s, the MN patch was removed from the skin and examined by fluorescence microscopy. [Figure 8(t)](#g008){ref-type="fig"} represents the fluorescent image obtained after removing the patch from the skin, showing the red-colour distribution resulting from rhodamine diffusion into the surrounding skin tissue. To further understand the increase in the area of low-correlation coefficients, three different regions were selected, as indicated by the grey squares in [Fig. 8(a)](#g008){ref-type="fig"}. [Figure 9](#g009){ref-type="fig"}Fig. 9Total areas of low correlation in regions A, B, and C indicated by the grey squares in [Fig. 8](#g008){ref-type="fig"} as a function of time. illustrates the total areas of low correlation in regions A, B, and C as a function of time. For regions A, B, and C, the areas of low correlation started to increase after insertion of the MNs for 4 s; all three regions reached an approximately saturated level after 20 s. Here, region A is located at the tip region of the MN, and regions B and C correspond to the surrounding regions of the MN.

4. Discussion {#sec1-4}
=============

In this study, the temporal effects on skin when using MNs for transdermal drug delivery are investigated. With 2D/3D OCT scanning, the dissolution process of a MN in skin can be observed *in vivo* and quantitatively evaluated. *En-face* images extracted from 3D imaging enable the time-dependent changes in the area around the MN at the various skin depths to be identified. From the results shown in [Fig. 4](#g004){ref-type="fig"}, it can be observed that the areas of the induced micro-channels decrease as the depth increases, in accordance with the needle shape. Moreover, the ratios of the mean area at 180 mins to the mean area at 0 mins at the depths of 100, 200, and 300 μm are 26.9%, 13.9%, and 13.6%, respectively, illustrating that the dissolving velocity at the deeper depth is greater than that at the shallow depth. Aside from the observation of MN dissolution in skin with OCT, the skin recovery after MN implementation is also investigated. The results show that skin indentations induced by the MNs can recover in 48 hrs. In addition, MNs may cause damage to vessels, causing blood leakage from the vessels to the surrounding tissue. The OCT results also show that the damage to the vessels can recover in 48 hrs. However, the broken vessels induced by MNs may improve the treatment outcomes by promoting faster drug administration through blood circulation. Finally, a method is also proposed to investigate the drug diffusion through MNs into the surrounding tissue, based on the evaluation of cross-correlation relationship between sequential OCT images obtained at the same locations. Although the dissolution of the used MNs can be observed within 180 mins, drug diffusion from the MNs to the tissue occurred in ten seconds, which can be seen in [Fig. 8](#g008){ref-type="fig"}. This information indicates that MNs used as a TDDS can effectively improve drug delivery in the skin.
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